Alternative method for cardiac resynchronization: transapical lead implantation.
Alternative methods are necessary for cardiac resynchronization therapy when coronary sinus lead implantation fails. We aim to describe a fundamentally new approach using transapical implantation of an active fixation endocardial pacing lead. This technique is based on direct puncture of the left ventricular apex using the standard Seldinger technique. The tip of the lead is positioned with intracavital navigation under fluoroscopy. This method offers advantages for cardiac resynchronization because it is minimally invasive, provides endocardial pacing, and does not involve the mitral valve.